External quality assessment of the full blood count, and problems associated with the use of fixed blood preparations.
The experience of using a stored fixed blood preparation for external quality assessment of the full blood count is described. Differences between instruments employing differing technologies are highlighted and the problems of the control of the white cell differential count discussed.